A.; Trujillo Guillen, M.; Andaluz, A.; Berjano, E. (2014). Could the heat sink effect of blood flow inside large vessels protect the vessel wall from thermal damage during RF-assisted surgical resection?. Medical Physics. 41 (8) the cases considered. Thermal damage to the portal vein wall was inversely related to the vessel-device distance. It was also more pronounced when the device-tissue contact surface was reduced or when the vessel was parallel to the device or perpendicular to its distal end (blade zone), the vessel wall being damaged at distances less than 4.25 mm.
I. INTRODUCTION
Medical devices based on radiofrequency (RF) energy are usually employed during surgical resection to thermally coagulate medium and small vessels and consequently 50 minimize intraoperative blood loss. 1 One of the most widely employed in clinical practice is the TissueLink dissecting sealer (Salient Surgical Technologies, Portsmouth, NH, USA), which is based on an irrigated electrode which infuses saline into the tissue through openings. 1 Other devices, such as the Coolinside device (Apeiron Medical, Valencia, Spain), are based on an internally cooled electrode. 2 In both devices, the 55 electrode is cooled to prevent surface charring and keep the temperature on the devicetissue interface below 100ºC. 3 This allows deep thermal lesions to be created, which enhances the sealing of small and medium-sized vessels in the transection plane.
However, the ability to create deep thermal lesions can become a drawback when the device is used in the proximity of large vessels. In this case, the surgeon needs to 60 complete a transection plane near the large vessel without causing heat injuries to its wall. In fact, acute and delayed portal vein thrombosis as well as injury to the hepatic artery and bile duct have been observed following RF ablation near the liver hilum, which can lead to major morbidity such as bile stenosis and liver abscesses. 4, 5 As a consequence, some surgeons prefer to substitute RF-based dissectors for ultrasonic 65 dissectors when removing tissue around these large vessels in order to complete the transection plane and simultaneously to reduce the risk of thermal damage. The motivation is that ultrasonic dissectors have a low penetration depth and minimal lateral energy spread. 6 In opposition to this idea, we hypothesize that the heat sink effect of the blood flow 70
inside the large vessel could itself reduce thermal damage to its wall, i.e. RF-devices could be safely used under certain circumstances next to large vessels. To confirm this to a vessel with the aid of an ecograph. Only small and medium-sized vessels were found near the liver surface, since the large vessels (such as the portal vein) are located near the center of the organ and are thus less likely to be affected. The geometry and dimensions of the created thermal lesions were compared to those obtained from the computer simulations. Once the computational model was validated in this way, we 80 conducted new computer simulations to assess the geometry and dimensions of the thermal lesions created by an internally cooled electrode near a large vessel, in this case the portal vein. We considered different relative positions and distances between the portal vein and the RF-based device. The results are expected to provide information on the importance of blood flow as a thermal protection mechanism, and to suggest a 85 minimum safety distance between large vessels and an RF-based device.
II. MATERIALS AND METHODS

II.A. Description of the RF-assisted device
We considered an RF-based device based on an internally cooled 8 mm diameter 90
Coolinside device (Apeiron Medical, Valencia, Spain), which is designed to coagulate and dissect hepatic parenchyma by a laparotomy approach.
2 Coagulation is performed by RF currents which are delivered to the tissue using any part of the electrode in contact with the tissue. The dissection is conducted using an 8 mm long blade attached to the distal tip of the electrode (see Figure 1 ). 95
Figure 1
Coolinside device for RF-assisted resection (Apeiron Medical, Valencia, Spain). It is based on an internally cooled electrode 8 mm in diameter. The distal end is shown with the blade and proximal end joined to the insulated part of the device.
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II.B. In vivo experimental set-up
The experimental procedure was approved by the Ethical Commission of the Universitat Autònoma de Barcelona (authorization numbers DAAM 6267 and CEEAH 1256). The in vivo experiments were conducted on one Landrace pig (weight 37.6 kg). Preoperative 105 care and anesthesia were provided by fully trained veterinary staff. The animal was fasted for 12 hours before surgery. After initial sedation with a combination of azaperone and ketamine (4 and 10 mg kg −1 IM respectively), intravenous access was obtained through marginal ear-vein cannulation. Analgesia was provided with morphine (0.2 mg kg −1 IM) and anesthetic induction was performed with propofol (4 mg kg −1 IV). 110
The animal was endotracheally intubated and anesthesia was maintained with isoflurane 2% in 100% oxygen. An infusion of lactated Ringer's solution was administered at a rate of 10 ml kg −1 h −1 during the entire study period. Heart rate, respiratory rate, pulse oximetry and capnography were monitored during anesthesia by a multiparametric monitor. Once anesthetized, the pig was positioned in dorsal recumbency and the 115 abdomen was prepared aseptically. A midline laparotomy was performed and the liver was exposed. A high-resolution ultrasound system (Titan, SonoSite, Bothell, WS, USA) was employed to measure the vessel diameter and the distance between the vessel and the treated area. A total of 6 thermal lesions were performed on the liver surface keeping the device totally placed over the tissue and perpendicular to the vessel. In the 120 experiments a voltage 2 of 100 V for 45 s was applied using a CC-1 Cosman Coagulation System RF Generator (Radionics, Burlington, MA, USA). Finally, the animal was euthanized with pentobarbital sodium, immediately after which the liver was cut into 1 cm slices perpendicular to the applicator axis. The liver samples were stained with tetrazolium chloride (TTC) 7 to identify mitochondrial enzyme activity (i.e. viable cells) 125 and were then macroscopically examined to evaluate the thermal lesion created around the vessels and to quantify any damage on the vessel wall. These lesions were characterized by a central "white zone" surrounded by a red hemorrhagic zone. 8 After staining with TTC, normal liver parenchyma and peripheral hemorrhagic zones were seen to be pink, but the central white zones were unstained since no viable cells were 130 found. 7 The pink zones surrounding the central white zones were therefore excluded from the thermal lesions, since they consisted of non coagulated tissues (viable tissues).
II.C. Computer modeling
The theoretical model was based on a coupled electric-thermal problem, which was 135 solved numerically using the Finite Element Method (FEM) with COMSOL Multiphysics software (COMSOL, Burlington, MA, USA). The governing equation for the thermal problem was the Bioheat Equation 9 which was modified by the enthalpy method 10, 11 incorporating the phase change to model tissue vaporization: 
where ρ i and c i is the tissue density and the specific heat of liver tissue before phasechange (i=l) and post-phase-change (i=g), respectively; h fg is the latent heat and C the tissue water content. We considered a latent heat value of 2.162·10 9 J m −3 , which corresponds to the product of the water vaporization latent heat and the water density at 150 100ºC, and a tissue water content of 0.68 inside the liver tissue. 14 The distributed heat sink effect of the microvascular perfusion was included in the tissue considering as:
where ρ b is blood density, c b blood specific heat, T b blood temperature (37ºC), α tissue 155 state coefficient which ranges from 0−1, depending on the local level of tissue damage, 15, 16 and ω b blood perfusion coefficient (s −1 ). In our study, the value of the blood perfusion coefficient in liver tissue was ω b = 6.4·10 -3 s −1 . 17 The thermal damage of the tissue was assessed by the Arrhenius equation, 15, 16 which associates temperature with exposure time using a first order kinetics relationship: 160
where Ω is the degree of tissue injury, R the universal gas constant, A the frequency factor (s −1 ), and ΔE the activation energy for the irreversible damage reaction (J/mol). 2.577·10 5 J mol −1 . We employed the thermal damage contour Ω = 1, which represents 165 63% probability of cell death. When Ω > 1, tissue coagulation is assumed to occur causing a cessation in tissue perfusion (α = 0, Q p = 0). 15 The heat diffusion produced by the blood flow inside the vessel was simulated as a moving liquid 19 by including the so-called advection term 20 on the right of Eq. (1), which represents the heat loss due to blood flow: 170
where u b (x, y, z) is the blood velocity field in the vessel (m s −1 ).
At the RF frequencies (≈500 kHz) and over the distance of interest, the biological medium can be considered almost totally resistive and a quasi-static approach is therefore possible to solve the electrical problem. 21 The distributed heat source q is 175
given by q = σ|E| 2 , where |E| is the magnitude of the vector electric field (V m The blade has a depth of 2.5 mm (P B ), being 0.1 mm thick (T B ) and 8 mm long (L B ); the 190 plastic-covered section is 0.3 mm thick (T P ). In the model this plastic section is considered to be 45 mm long (L P ). Table I. 14,22-25 The vessel wall was not modeled separately, since it has similar properties to normal liver tissue. 24 Liver electrical (σ) and 220 thermal conductivity (k) were temperature-dependent and were defined by piecewise functions, Equations 7 and 8: for we considered an exponential growth 26 of 1.5%ºC −1 up to 100ºC, where 0.33 S m −1 was the value of the electrical conductivity assessed at 37ºC (see Table I ), and then it decreased 4 orders for five degrees; 27 and k grew linearly 0.15%ºC −1 up to 100ºC, 0.502 W m -1 K -1 being the value of the thermal conductivity 225 assessed at 37ºC (see Table I ), after which k was kept constant. missing. Null electrical current was used on the surfaces at a distance from the device and on the tissue-ambient and device-ambient interfaces. For the thermal boundary conditions, a constant temperature of 37ºC was fixed on the surfaces at a distance from the device (this was also the initial temperature value). The effect of free convection at the tissue-ambient and device-ambient interfaces was taken into account using a thermal 245 transfer coefficient (h e ) of 20 W m −2 K −1 and a value of 21ºC was considered for ambient temperature. 25 The cooling effect produced by the fluid circulating inside the device was not modeled realistically by means of internal tubes (the device was empty, 
II.D. Thermal modeling and damage quantification in the vessel wall
Once the computational model was validated, we conducted new simulations to study 260 the effect of varying vessel-device distance, device-tissue contact and vessel-device position on the temperature distributions and thermal lesion shapes created around a large vessel. In this case we modeled the portal vein, with a diameter of 10 mm, which is its typical size at the liver hilum, 29 and a wall thickness of 0.5 mm. 30 Although some previous computer modeling studies 31, 32 have considered vessel wall thickness (< 0.5 265 mm) as negligible when compared to its diameter, in our study it was crucial to consider this factor in order to assess whether the vessel wall had been damaged by RF heating. , which is its typical average value in the portal vein. 33 We also increased this value from 0.2 to 0.8 m s −1 for one of the cases considered (specifically for the case of proximal device-tissue contact) in order to assess 270 whether this parameter has an important effect on the thermal damage.
We modeled two relative positions of the device on the tissue: complete and proximal (only elbow zone) contact. Although in clinical practice the whole device is placed over the target tissue most of the time, i.e. its entire metallic length (L M in Figure   2 (b)) with the blade inserted in the tissue, 2 the surgeon can also choose to first treat the 275 target tissue with the proximal part only (see Figure 1) to create a coagulation before placing the blade on the tissue. 34 In this case the contact surface is much smaller than in the case of total contact.
In the case of complete contact between device and tissue, we considered two 
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III. RESULTS
III.A. Experimental validation
The vessels found in the experiments were small and medium-sized (see Figure 5 (a)), with diameters ranging from 2.6 to 7.6 mm (4.05 ± 1.99 mm). It was extremely difficult to find vessels very close to the device, and as shown in Figure 5 (a) the distances 315 between the device and the vessel (D) ranged from 7.4 to 16.2 mm (11.20 ± 3.98 mm).
Figures 5(b) and (c) show the experimental and computational thermal lesions created around the vessels after 45 s of RF heating, which were assessed by the central "white zone" in the experiments and Ω = 1 in the computer results. As can be seen, the experimental and computational thermal lesion shapes created around the vessels were 320 in close agreement, the walls not being damaged in any case. In addition, the experimental and computational thermal lesions also had similar lengths, which were 40.92 ± 1.65 and 41.10 ± 0.11 mm for the experimental and computational results. We did not compare the depth of either thermal lesion, since the in vivo scenario was affected by the presence of other small vessels, as can be seen in Figure 5 (b). 325 
III.B. Thermal modeling and assessment of the thermal damage in the vessel wall
The evolution of the temperature distributions were plotted for the XZ-plane, which was oriented perpendicular to the blood vessel axis through the center of the model (see Figure 2(a) ). Figure 6 shows the evolution of temperature distributions around the portal 340 vein during 45 s of RF heating, considering total device-tissue contact, with the portal vein perpendicular to the device at a distance of 5 mm below its center. From the start (t = 5 s) heating was seen to be mainly located at the edges, especially around the tip of the blade and at the distal and proximal edges of the device. This edge effect was observed along the length of the device. A temperature of 100ºC was reached after 15 s 345 at the proximal edge, where heating was even more intense than at the blade and proximal tip. The thermal lesion then moved towards the center of the tissue beneath the device (t = 25 s), where it reached a lower temperature (≈ 70ºC). After 45 s of RF heating the thermal damage had encircled the vessel leaving the wall intact. Table II shows the values of initial impedance (Z i ), initial power (P i ), delivered energy (E) and maximum temperature reached in the tissue (T max ) for the cases 420 considered. Z i was seen to be much greater (up to twice as high) for the case in which the proximal part of the device (elbow zone) was placed on the tissue than with complete contact. Z i rose slightly when D was increased from 1 to 5 mm for all configurations: approximately ≈ 2 Ω in the case of total support and up to 15 Ω for proximal contact. In general, the higher the Z i , the lower the P i . Finally, T max was 425 slightly higher with only proximal contact (elbow zone), whereas E was half that of the total contact cases (approximately 2 kJ versus 1 kJ). The aim of this study was to assess whether the heat sink effect caused by the blood flow inside a large vessel (the portal vein) could thermally protect its wall during monopolar RF heating by an internally cooled electrode. As far as we know, this issue
has not been explicitly addressed before, since previous studies focused exclusively on determining how the heat sink effect could distort coagulation shape during RF 440 ablation.
19,22,31,35-38 Therefore, knowing the conditions under which the heat sink effect inside the vessel thermally protects its wall could be useful to physicians when making a preliminary assessment of vascular damage in their treatment plans.
In our study we used an in vivo experimental set-up, which obviously presents the problem of not having complete control of most of the variables (such as vessel-device 445 distance, vessel wall thickness, blood flow inside the vessel, etc.) as compared to ex vivo or phantom-based models. Previous studies 39, 40 used an ex vivo experimental approach in which the vessels were simulated by glass tubes and the blood flow by means of a saline flow controlled by a roller pump. However, we consider that the electrical insulation characteristics of the glass tube near the RF electrode could alter the 450 electric field, so that this insulating vessel could be used to study temperature distributions and thermal lesions, as long as the vessel is placed sufficiently far away from the RF device. In order to demonstrate this we conducted an additional computer simulation (device in total contact with the tissue and vessel perpendicular to the device at a distance of 5 mm below its center) considering an electrical insulating vessel. We 455 compared the thermal results in both situations (i.e. blood vessel vs. insulating vessel) and observed that the temperature distributions and thermal lesions were different near the vessel, as shown in Figure 9 . The temperatures in the center of the tissue below the device were around 70ºC and 50ºC with blood and insulating vessel, respectively. We therefore concluded that conducting an ex vivo study with a glass vessel (as portal vein) 460
would not be suitable in our case for modeling thermal lesion dimensions in the proximity of the vessel. Our in vivo experimental study was conducted in order to assess the ability of the 470 computational model to predict the shapes of thermal lesions created around a vessel by the RF-based device considered. Although the computational modeling study was planned for large vessels (such as the portal vein) close to the RF device, in the experiments we did not find any vessels situated at a distance less than 5 mm from the RF device with a diameter greater than 7.6 mm. We simulated all the experimental cases 475 and verified the agreement between the thermal lesion geometries from the computational and experimental results (see Figure 5(b)-(c) ). No damaged vessel wall was found. These results suggest that the computer model could be a useful tool for assessing situations for which no experimental results are available, e.g. in which the vessel has a larger diameter (such as the portal vein, in our case) and is located closer to 480 the RF-assisted device.
The computational results showed an evolution of the temperature distributions during RF-assisted resection characterized by the preferential heating of the tissue located under the edges of the device (tip of the blade and at proximal edge) (see Figure   6 ). The middle zone was heated mainly by thermal conduction from these zones. The 485 reason for this is the well-known edge effect, which is based on the high electrical gradient at these points which causes considerable Joule heating, resulting in a marked temperature increase. The existence of the edge effect in these zones will unquestionably affect the possibility of thermal damage to a vessel close to such zones.
The computer results also showed that the thermal lesion shape was significantly 490 modified by the heat sink effect inside the portal vein for most of the cases considered (see Figure 7) . Only in the case of complete device-tissue contact and with the portal vein in the central zone of the electrode (see Figure 7 (a)) did the vessel wall remain undamaged, even for a vessel-device distance of 1 mm (see Figure 8(a) ). The explanation for this is precisely because this zone is not influenced by the edge effect 495 described above. In other words, the tissue under the center of the device is heated to a lower temperature than the zone below the edges of the device (see Figure 6 ). The edge effect is boosted even further by the cooling effect of the blood inside the vessel (pushing the hottest point within the tissue).
In the cases involving complete device-tissue contact, vessel perpendicular to the 500 electrode and with the vessel below the ends of the device, distal (blade zone) and proximal (elbow zone), the vessel wall was more seriously damaged than when the vessel was below the central zone of the device (see Figures 7(b) and (c) ).
Consequently, surgeons should take special care when the edges of the RF electrode, especially the blade tip, come into contact with a proximal vessel. In short, the computer 505 results suggest that a minimum distance of 5 mm should be maintained between the RF-assisted device and the portal vein, as it is not possible to completely ensure that the vessel will be positioned exactly at the center of the device (where shorter distances could be equally safe).
We also studied the effect of increasing the blood flow velocity inside the portal vein 510 to assess its influence as a protective mechanism of the vessel wall from thermal damage. We considered the case of proximal contact between device and tissue, since it was one in which the vessel wall was damaged for greater vessel-device distances and there was no influence of the blade tip. Our computer results suggest that a higher flow velocity (0.4 m s -1 ) could protect the vessel wall up to a maximum vessel-device 515 distance of 4 mm. This means it is not possible to protect the vessel wall to shorter distances, even further increasing the blood flow velocity.
As shown in Table II , the initial impedance in the case of proximal contact was approximately twice as high as with total contact. This was due to the device-tissue contact area being much smaller, which implies higher current density. Although higher 520 Z i implied lower P i (since RF power is inversely proportional to impedance and the voltage was constant) the maximum temperature was also greater in this case, due to the power being deposited in a much smaller volume than in the case with total contact.
From a practical point of view, this result suggests that great care should be taken when there is a vessel near the electrode and the device-tissue contact area is small. This 525 situation could also occur when only the blunt distal end of the electrode is used, e.g. when after removing a fragment of the organ the blunt tip is used to apply RF current on the remaining section surface in performing preventive coagulation to minimize postoperative bleeding and leaks.
The effect of vessel-device distance on initial impedance was almost negligible. The 530 drop in impedance at shorter distances was due to the electrical conductivity of the blood (0.667 S/m) being higher than that of the tissue (0.33 S/m). However, the influence of the tissue between the device and the vessel may account for the negligible influence of the vessel on initial impedance. This suggests that a predictive method of assessing the proximity of a large vessel by measuring impedance would not be 535 feasible.
Even though there are no previous studies on the effect of an RF-based surgical device in the proximity of a large vessel, some other experimental results could also be compared to our computer results. For instance, Ng et al. 41 studied the local effect of RF ablation with a 3-mm electrode Cool-Tip on the left main portal vein. They found that 540 RF ablation was safe at 5 mm from the main portal vein branch. The same study indicates the importance of blood flow for the thermal protection of the vessel, since the use of a Pringle maneuver (i.e. stopping internal blood flow) caused damage to the vessel wall. On the other hand, in another experimental study on RF ablation (50 W power) adjacent to large hepatic veins, some cases of intimal damage to large veins 545 were reported when the electrode tips were within 5 mm of the confluence of the hepatic veins. 42 A third experimental study on RF ablation with a Starburst XL electrode reported that when the electrode was placed 10 mm (±1 mm) away from the portal vein, the delivered power was not able to overcome the heat dissipated by the vein, so that the coagulation zones around the vessels were distorted. 43 These 550 experimental findings suggest that the threshold value for the distance between an RF heating electrode and large hepatic vessels should be around 5 mm if thermal damage to the vessel wall is to be avoided, which is in close agreement with the value suggested by our computer results.
Limitations of the study
The developed computational modeling was used to study the effect of different relative positions and distances between the portal vein and the RF-based device on the potential thermal damage to the vessel wall. The model thus does not allow predictions to be 560 made as to the thermal injury risk in absolute terms, since a partially damaged vessel wall could imply a significant clinical problem (such as vascular thrombosis). This issue is obviously outside the scope of a computer modeling study. Moreover, individual variations and the anatomical complexity of the liver tissue to be transected could have a considerable effect on the final phenomena, e.g. several vessels (arteries and veins) 565 could be present in the transection line. Another limitation is that we only considered the case of the portal vein. The results could be dissimilar for other vessels (e.g. hepatic vein) with different flow rates. 44 Since we did not compare the thermal lesions in the depth direction of the computer-simulated results with those of the experiments, it would be valuable to further conduct in vivo animal studies or human clinical studies to 570 validate the simulated thermal lesions around the blood vessel in 3D and the minimum safe vessel-device distance obtained by the proposed computer model.
V. CONCLUSIONS
The geometries of the thermal lesions around the vessels in the in vivo experiments 575 were in agreement with the computer results. The thermal lesion shape created around the portal vein was significantly modified by the heat sink effect in all the cases considered. Thermal damage to the portal vein wall was inversely related to the vesseldevice distance. It was also more pronounced when the device-tissue contact surface was reduced (proximal contact) or when the vessel was parallel to the device or 580 perpendicular to its distal end (blade zone), the vessel wall being damaged at distances shorter than 4.25 mm. Consequently, under the simulated conditions, the computational findings suggest that the heat sink effect could protect the portal vein wall for distances equal to or longer than 5 mm, regardless of its position and distance with respect to the RF-based device. 585 IEEE Trans. Biomed. Eng. 49(1), 3-9 (2002) .
